
I M P L A N T  O N E  S E R I E S

I M P L A N T  O N E

INTENDED USE OF SURGICAL KIT COMPONENTS

OPTIONS FOR REMOVING 
CARRIER FROM IMPLANT

Thumb Knob 
ADP-THMK-00

Tapered .050 
Driver 
HDT-0050-00

Tapered .050 
Driver 

HDT-0050-01
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OPTION

OPTION

OPTION

! Do not drive implant to full depth with the 
carrier – it may damage the hex connection 
inside the implant.

OPTIONS FOR DRIVING IMPLANT 
TO FULL DEPTH

Thumb Knob ADP-THMK-00

Implant Driver 
(latch style)

Implant Driver 
(ratchet style)
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OPTION

OPTION

OPTION

Use one of these options to finish 
the installation after the implant 
is stabilized.

Thumb Knob
ADP-THMK-00

OPTIONS FOR REMOVING IMPLANT FROM 
CONTAINER AND PLACING IN OSTEOTOMY

Hand Piece 
Adapter

ADP-HNDP-00

Ratchet 
Adapter

ADP-RCHT-00
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(connects hand 
piece tools to 

ratchet)

OPTION

OPTION

OPTION
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